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Purpose: Inflammation is central in disease pathophysiology and accurate methods for its detection and
quantification are increasingly required to guide diagnosis and therapy. Here we explored the ability of
Fast Field-Cycling Magnetic Resonance (FFC-MR) in quantifying the signal of ultra-small superparamag-
netic iron oxide particles (USPIO) phagocytosed by J774 macrophage-like cells as a proof-of-principle.
Methods: Relaxation rates were measured in suspensions of J774 macrophage-like cells loaded with
USPIO (0–200 lg/ml Fe as ferumoxytol), using a 0.25 T FFC benchtop relaxometer and a human whole-
body, in-house built 0.2 T FFC-MR prototype system with a custom test tube coil. Identical non-
imaging, saturation recovery pulse sequence with 90� flip angle and 20 different evolution fields selected
logarithmically between 80 lT and 0.2 T (3.4 kHz and 8.51 MHz proton Larmor frequency [PLF] respec-
tively). Results were compared with imaging flow cytometry quantification of side scatter intensity
and USPIO-occupied cell area. A reference colorimetric iron assay was used.
Results: The T1 dispersion curves derived from FFC-MR were excellent in detecting USPIO at all concen-
trations examined (0–200 lg/ml Fe as ferumoxytol) vs. control cells, p � 0.001. FFC-NMR was capable of
reliably detecting cellular iron content as low as 1.12 ng/mg cell protein, validated using a colorimetric
assay. FFC-MR was comparable to imaging flow cytometry quantification of side scatter intensity but
superior to USPIO-occupied cell area, the latter being only sensitive at exposures � 10 mg/ml USPIO.
Conclusions: We demonstrated for the first time that FFC-MR is capable of quantitative assessment of
intra-cellular iron which will have important implications for the use of USPIO in a variety of biological
applications, including the study of inflammation.

� 2020 The Author(s). Published by Elsevier Inc. This is an open access article under the CC BY license
(http://creativecommons.org/licenses/by/4.0/).
1. Introduction

Tissue inflammation is a recognised disease process in many
cardiovascular conditions, whether it involves the myocardium
or the arterial vascular wall [1]. Inflammatory cell tracking with
imaging in vivo is likely to become part of an individualised diag-
nostic pathway, assessing the severity of disease and monitoring
the response to anti-inflammatory therapies. Inflammatory macro-
phages are particularly well suited for MR imaging due to their
strong phagocytic ability to uptake contrast agents such as ultra-
small superparamagnetic iron oxide (USPIO) particles [2]. Phagocy-
tosed USPIOs are retained in inflammatory cells after the intra-
vascular pool is cleared. Due to their superparamagnetic proper-
ties, USPIOs internalised by macrophages can be tracked with Mag-
netic Resonance Imaging (MRI) techniques in vivo [3]. The dipolar
relaxivity describes the effect a contrast agent on proton relaxation
rate in a homogenous medium, and is defined by
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R1,2 = R0
1,2 + r1,2. C (where R1,2 is the R1 or R2 proton relaxation rate

in the presence of the contrast agent. R01,2 are the relaxation rates in
the absence of the contrast agent, r1,2 are the relaxivities in s�1

mM�1 and C is the contrast agent concentration) [4].
USPIOs have a 10-fold (or higher) stronger effect on T2 relax-

ivity than gadolinium in clinical scanners [4] and have potential
for detection at much lower concentration. They create large
magnetic field distortions which affect nearby water molecules
and shorten T2* therefore creating regions of signal loss [5].
Detection has been achieved at routine clinical magnetic fields
(1.5 and 3 T) using T2* sequences [6]. T1-relaxivity can also be
higher than in gadolinium, which in turn can vary as a function
of field strength, core size and degree of particle aggregation
(15–25 s�1 mM�1 in water at clinical field range) [7,8]. By com-
parison the r1 of gadolinium chelates is fairly constant at clinical
field strengths (approx. 4 s�1 mM�1). Our group has previously
imaged myocardial inflammation in humans using USPIO during
acute stress-induced cardiomyopathy [9]. Uptake of USPIO in
infarcted myocardium has been previously demonstrated in a
clinical experiment with focus on T2* effects at 3 T [10]. Patients
with distinct mural uptake of USPIO within abdominal aortic
aneurysms (AAA) had a 3-fold higher growth rate, suggesting that
cellular inflammation may predict AAA expansion and thus risk of
rupture [11]. Similarly USPIO-enhanced MRI of carotid plaque can
be used to detect ruptured or rupture-prone atherosclerotic
lesions [12,13].

Experiments on infarcted human myocardium have shown that
R2* (1/T2*) increases from a baseline of 41.0 ± 12.0 s�1 to
155 ± 45.0 s�1 at 3 T, 24 h following administration of USPIO,
which demonstrates an extremely short T2* with a narrow
dynamic range in this application (approx. 6–24 ms) [10].

There has been a tendency over the years to increase the mag-
netic fields strengths to enhance image resolution and improve
signal-to-noise ratio (SNR). However, the T1 values of different tis-
sues tend to converge at higher field strengths (>1.5 T), causing the
endogenous T1 contrast to diminish [14]. The relaxivity of most
exogenous contrast agents used to overcome this problem is also
dependent on magnetic field strength, tending to be lower at
higher field strengths [15–19]. USPIO may therefore add better
value in low-field imaging systems. Therefore, an exploration into
the field-dependency of USPIO contrast in biological media
becomes a prerequisite to targeting low-field MRI devices for these
applications. The use of USPIO as a contrast agent in low field MRI
has only been recently reported [20] and in such regimes USPIOs
are efficient T1 contrast agents thanks to their superparamagnetic
properties [19]. Yin et al have more recently demonstrated strong
T1 enhancement with 18 nm diameter USPIO at ultra-low field
(0.13mT), with longitudinal relaxivity in solution (deionised water)
of r1 = 615 s�1 mM�1, two orders of magnitude higher than typical
Gd-based preparations at clinical fields (1.5–3 T) [21]. The
enhanced R1 at low field was attributed to the coupling of proton
spins with SPIO nanoparticle magnetic fluctuations (Brownian
and Néel) with a low frequency peak in the imaginary part of AC
susceptibility (v00). Therefore, a low magnetic field device may
have distinct advantages in assessing the presence and intensity
of the inflammatory response, by accurately detecting and quanti-
fying the uptake of such inflammation-tracking USPIO contrasts.
The high T1 signal at low field may also reduce imaging time and
the non-toxic, biocompatibility of USPIO may be more welcome
than nephrotoxic Gd-based agents.

Here we propose to exploit USPIOs as a T1 contrast agent for
tissue inflammation using Fast Field-Cycling Nuclear Magnetic
Resonance (FFC-NMR) at magnetic fields below 0.25 T in an effort
to better understand how this contrast agent may be used in
low-field systems. Beyond the advantages of a fixed low magnetic
field, a field-cycling device may also allow the discrimination of
USPIO contribution from other sources of relaxation due to its abil-
ity to delineate and quantify the ferromagnetic peak on the 1/T1
dispersion profile of USPIO [22,23].

Our group is at the forefront of developing Fast Field-Cycling
Magnetic Resonance Imaging (FFC-MRI) for medical applications
[24,25]. FFC-MRI is an imaging modality using the principles of
FFC-NMR, which measures the longitudinal nuclear magnetic res-
onance relaxation time (T1) as a function of the magnetic field
strength (B0) and allows access to T1 over a range of magnetic
fields. The systems used in our labs allow accessing low magnetic
fields from 20mT to 250 mT. These measurements are then pro-
cessed to provide the field dispersion of R1 (where R1 = 1/T1), also
called the R1 dispersion profile. It is well-known that R1 varies
greatly between biological tissues [26,27] and can therefore be
exploited for diagnostic applications. FFC-NMR pulse sequences
typically comprise three periods, polarisation, evolution and
detection, during which different magnetic fields are applied
(B0P, B0

E and B0
D respectively). Polarisation increases the signal

amplitude for improved contrast, evolution generates the field-
dependant evolution that is needed to extract R1 dispersion infor-
mation and detection is used to measure the NMR signal to be
processed. Crucially, signal detection measurements are always
carried out at the same magnetic field, B0D, so that the resonant
frequency cB0D remains the same throughout the experiment
(where c is the gyromagnetic ratio of the nuclear spin system
studied).

In this work we hypothesized that FFC-NMR is capable of
detecting and quantifying the superparamagnetic signal of USPIO
phagocytosed by cells with a sensitivity comparable to validated
techniques of iron quantification in biological samples, such as
standard colorimetric assays. We also compare FFC-NMR with
the imaging flow cytometric features of USPIO-laden cells.
2. Methods

2.1. Cell preparation

Murine BALB/c J774A.1 macrophage-like cells (Sigma-Aldrich,
ECACC code 91051511, no mycoplasma detectable microscopi-
cally) were cultured in DMEM (Gibco, Cat # 11960044) supple-
mented with 1 mM L-glutamine (Gibco, Cat # 25030081), 1%
penicillin/streptomycin (Gibco, Cat # 15140122) and 10% foetal
bovine serum (Gibco, Cat # 12676029) at 37 �C with 5% CO2. For
iron loading, cells plated at 1x106 cells/well in triplicates, 6-well
plates (Thermo Scientific, Cat # 14067) were incubated with 0
(control), 5, 10, 40, 80, 100 and 200 mg/ml Fe as USPIO (ferumoxy-
tol, Rienso, core diameter 10.8 ± 1.8 nm, hydrodynamic diameter
30.8 ± 0.1 nm) for 16 hrs. Concentrations expressed are of Fe con-
tained within USPIO and do not represent concentrations of parti-
cles. The J744 macrophages were washed three times with PBS
(BioWhittaker, Cat # 17516F) to remove non-phagocytosed
USPIO’s, collected by cell scraping and resuspended in 500 ml
PBS/2mM EDTA (BioWhittaker, Cat # 17-711E). Experiments utilis-
ing fresh cells were conducted immediately following PBS/EDTA
suspension, the samples transported on ice and light protected.
For fixation experiments, cells were washed and scraped as above
then fixed in 4% paraformaldehyde (Sigma-Aldrich, Cat #
HT501128-4L) for 15mins on ice. The cells were then spun, washed
twice with PBS then re-suspended in 500 ml PBS/2mM EDTA and
analysed within 24hrs (light-protected and stored at 4 �C). Samples
for all experiments were prepared in triplicate. J774 phagocytosis
was confirmed on light microscopy (EVOS XL Core, USA) using
microbeads (Polysciences Inc., Cat # 18133-2) and USPIO internal-
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isation using a Perl iron stain kit (TCS Biosciences, Cat # HS652)
yielding Prussian blue.
2.2. Fast field-cycling nuclear magnetic resonance experiments

Relaxation rate measurements were carried out using both a
0.25 T FFC-NMR benchtop relaxometer (SMARtracer, Stelar, Italy)
and a human whole-body, in-house built prototype 0.2 T FFC-
MRI system [24] which was used as a relaxometer (University of
Aberdeen EU Horizon 2020 programme). The RF coil used was a
home-built transmit/receive solenoid with an inner diameter of
approximately 10 mm, tuned to 8.5 MHz. Cell suspensions were
prepared as above to a total volume of 500 ml PBS/2mM EDTA
and analysed in glass test tubes (Samco, Cat # G050/18) at 21 �C.
Both devices produced the same quantification of T1 and therefore
the results were comparable. On both devices, R1 dispersion mea-
surements were conducted using an identical non-imaging, satura-
tion recovery pulse sequence with 90� flip angle and 20 different
evolution fields selected logarithmically between 80 lT and 0.2 T
(3.4 kHz proton and 8.51 MHz Larmor frequency [PLF] respec-
tively). The evolution times were modified for each sample and
field, using 12 different values selected logarithmically from 0.1
to 4 times the T1 obtained from the previous measurement. The
acquisition bandwidth was set to 20 kHz for the FFC-MRI system
and 80 kHz for the relaxometer to account for lower field homo-
geneity, and in both cases the signal was recorded until it reached
the noise floor (Free Induction Decay (FID) length, approximately
50 ms for the FFC-MRI system and 5 ms for the relaxometer). In
total, the measurement time was less than 35 min per sample.
R1 of the test sample was measured at each evolution field, for
each of the triplicates. The average R1 of the three samples was
then calculated for each evolution field, and reported for each
USPIO exposure. The effect of USPIO exposure was measured sim-
ply by averaging the dispersion curve at each concentration, in
comparison with that of the control cell suspensions, which did
not show any R1 dispersion and could therefore be treated as a
constant baseline of approximately 0.3 s�1 in the R1 dispersion
profiles. The dispersion curves obtained were analysed from 1.4
mT to 200 mT, a range that provided robust measurements on
both the benchtop and whole-body FFC devices. Spurious noise
occasionally generated gross outliers (These appeared at evolution
fields below 200lT (5 kHz PLF) due to the presence of non-
homogeneous environmental external magnetic fields), which
were removed manually before the triplicate measurements were
averaged and the contribution of non-USPIO relaxation was sub-
tracted from the data by subtracting the average relaxation rate
of the USPIO-free samples.

Since models are not readily available for USPIO relaxivity in
biological tissues, we compared the data to a reference T1 disper-
sion curve. This reference was obtained for each dataset (fresh or
fixed) by isolating the dispersion curve measured with the signal
with best SNR, and subtracting from it the average of the disper-
sion curve obtained for solutions without USPIO, in order to
remove the contribution of non-USPIO relaxation pathways. This
approach relies on the preservation of the shape of the disper-
sion curves for increasing concentrations of USPIO, which is
known to be an approximation but is fit for the purpose of this
proof-of-concept work. Once the reference was obtained, it was
compared to the dispersion curves of the samples by curve fit-
ting, taking a multiplication factor as the optimisation factor.
The quality of fit was measured using the Akaike Information
Criterion (AIC) [28] which provided average values of AIC of
�54 ranging from �92 to �20. This single-parameter analysis
provided us with an estimate of the amplitude of the USPIO
contribution at different exposures, which appeared exponential
to a good approximation (AIC = �21 and �29 for fixed and fresh
cell data respectively).
2.3. Imaging flow cytometry

Imaging flow cytometry was performed using the ImageS-
treamX Mark II (Luminex Corporation, USA), which combines the
quantitative power of flow cytometry and imaging feature of
microscopy, recording fluorescence intensities as well as bright-
field (BF) images of individual cells. Fixed and non-fixed J774 cells
were prepared as above and resuspended in 80 ml PBS/2mM EDTA
(pH 7.5) and measurements obtained using the ImageStreamX
Mark II INSPIRE acquisition software with magnification set to
�60. ImageStream data were analysed using the proprietary anal-
ysis software IDEAS supplied by the manufacturer. The software
allows the exploration of series of image features derived from
each single cell based on automatically generated masks for each
imaging channel.

Single macrophages were selected by plotting the area feature
of brightfield channel 1 (BF1) versus the aspect ratio parameter
of the same BF channel, which is the ratio of minor axis to the
major axis of the applied mask and describes the shape of the mask
applied to the cells (Fig. 1A). Focused cells were then selected by
plotting the ‘Gradient RMS’ (RMS = root mean square) feature of
BF1 against the contrast parameter of BF1. Cells with high gradient
(>60) and high contrast value were more in focus and chosen for
further analysis. Features of focused cells were analysed using
custom-generated post-processing masks. Approximately 2000
focused cells were used in the analysis at each concentration.

Side Scatter (SSC) intensity was measured to assess cell granu-
larity in non-fixed cells only (Fig. 1A). Additional quantification of
USPIO-containing dark locules was performed using customised
masks on two BF channels (Fig. 1C). The ‘Adaptive Erode’ mask
on IDEAS then an ‘Intensity’ mask were applied to achieve this.

To exclude size variation between different cells, USPIO occu-
pied area was normalized to the entire area of the cells. Therefore
the area of the cells occupied by USPIO was calculated using the
formula: (USPIO areaBF1 + USPIO areaBF2)/(CELL areaBF1 + CELL
areaBF2) (Fig. 1D). The data was expressed as mean ± SEM of the
relative area of the cell occupied by USPIO.
2.4. Colorimetric iron assay

Following plating, iron loading and washing as above, the PBS
was removed and the plates were frozen at �20 �C pre-analysis.
Triton X-100 (Sigma-Aldrich, Cat # T8787-50ML, 200 ml at 0.01%)
solution was added directly to each well and the cells were har-
vested with a cell scraper. After micropipetting to encourage lysis,
the cell lysates were transferred to microtubes. Cell lysate (10 ml)
was removed from each sample for protein quantification using
an improved Lowry [29] -type assay (BIO-RAD DC protein assay,
Cat # 500-011).

A sensitive and validated colorimetric assay [30] utilising 2,20-
bipyridine (Fisher Scientific, Cat # 11492438) was calibrated and
used to quantify total iron content in remaining cell lysate. A stan-
dard curve was constructed by adding 10 ml of 10 � 10�3, 6 � 10�3,
4 � 10�3, 1.6 � 10�3, 0.64 � 10�3, and 0.26 � 10�3 M freshly pre-
pared solutions of ammonium iron (II) sulphate hexahydrate
(Sigma-Aldrich, Cat # 203505) to ‘control’ cell lysate (no USPIO
exposure). Absorbance at 520 nm was measured in a 96-well plate
on a Synergy HT (BioTek Instruments Inc., USA) plate reader. Iron
concentration was calculated by averaging triplicate samples,
expressed as ng/mg protein.



Fig. 1. Outline of the workflow used to delineate area occupied by USPIO and cell granularity, based on calculated cellular features on the Amnis ImageStreamX Mark II. A:
Single cells were selected by plotting area against aspect ratio assuming that most non-adherent macrophages were round in shape. Focused cells were selected by plotting
gradient against contrast and selecting cells with highest values of both features. SSC was measured to assess granularity. B: Both custom-generated (green) and the ‘adaptive
erode’ mask (no. 83) were used to identify USPIO-free intracellular area. USPIOs were identified using ‘intensity’ mask with the pixel intensity range (0–600). Intracellular
USPIOs were identified by selecting overlapping cell- and USPIO-occupied areas. C: Images from two BF channels were included in the final calculation, given the slight
difference between these images (white arrows). D: Calculation used to identify the relative areas of the cells occupied by USPIO. (For interpretation of the references to
colour in this figure legend, the reader is referred to the web version of this article.)
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2.5. Statistical analysis

All data is shown as mean ± SEM. Independent sample t-test
was used to compare means, regression analysis to compare meth-
ods and Pearson r for correlations of data-sets. Statistical signifi-
cance was set at p < 0.05.
3. Results

Table 1 shows the mean FFC-NMR derived average R1 across the
entire magnetic field tested for non-fixed and fixed cells, the mean
cytometry-derived non-fixed cell SSC and the mean cytometry-
derived USPIO area/total cell area for both non-fixed and fixed cell
suspensions, at all tested USPIO exposure concentrations. The
detection range (0.115 ± 0.118 ng/mg to 12.398 ± 0.233 ng/mg pro-
tein) of the colorimetric iron quantification assay of non-fixed cells
is shown for reference (p < 0.001 vs. control at all concentrations)
as the ‘absolute’ intracellular iron amount (basal cellular iron con-
tent and phagocytosed USPIO iron content) against which all com-
parisons were made. The uptake of USPIO by J774 cells is modelled
in a curvilinear fashion, as detected by this technique (Fig. 2). As
seen in Table 1, all methods employed demonstrate ability to
detect incremental levels of USPIO exposure which was quantified
as intracellular iron.
3.1. Fast field-cycling nuclear magnetic resonance detection of USPIO

USPIO was detected with excellent resolution at all concentra-
tions tested (p < 0.001 vs. control). There was good separation of
the average R1 NMR dispersion profiles of both non-fixed
(Fig. 3A) and fixed (Fig. 3B) USPIO-incubated cells compared to
control, over the range of field strengths used in the FFC-NMR
sequence and for all the USPIO exposure concentrations investi-
gated. The R1 dispersion curves obtained from FFC-NMR in fixed
cells showed the typical USPIO profile, with a peak at fields above
10 mT and a tail below (Fig. 3B); the position of the peaks appeared
to shift slightly towards lower magnetic fields in non-fixed com-
pared to fixed cells. There was strong positive correlation with col-
orimetric assay (r = 0.993 p < 0.001 non-fixed; r = 0.968 p = <0.001
fixed).



Table 1
Summary iron quantification with FFC-NMR, imaging flow cytometry and a conventional colorimetric assay; SSC = side-scattered light; *p < 0.05 vs. control; **p < 0.001 vs.
control. ‘Mean R10 was obtained by averaging R1 values at all tested evolution fields for each USPIO exposure concentration (the average of all the R1 values on the dispersion
curve for each tested exposure). The points on each dispersion curve were in themselves plotted using an average of 3 scans (each evolution field has 3 R1 values).

USPIO concentration
(lg/ml medium)

FFC-NMR non-fixed
Mean R1 of 1 � 106 cell
suspension (s�1)

FFC-NMR fixed
Mean R1 of 1 � 106 cell
suspension (s�1)

Imaging cytometry non-fixed Imaging
cytometry fixed

Colorimetric
reference iron assay
Iron concentration of
non-fixed
1 � 106 cell culture
(ng/lg protein)

Mean USPIO
area/cell area

Geometric mean
SSC intensity

Mean USPIO
area/cell area

0 (control) 0.308 ± 0.014 0.439 ± 0.075 0.034 ± 0.001 26,860 0.044 ± 0.0004 0.115 ± 0.118
5 0.356 ± 0.013** 0.719 ± 0.026** 0.036 ± 0.001 32815** 0.046 ± 0.0003** 1.121 ± 0.045*
10 0.432 ± 0.016** 1.153 ± 0.024** 0.037 ± 0.001* 39573** 0.055 ± 0.0003** 2.074 ± 0.084*
40 0.706 ± 0.021** 2.348 ± 0.017** 0.069 ± 0.001** 69285** 0.072 ± 0.0003** 5.496 ± 0.134*
80 1.174 ± 0.031** 3.502 ± 0.147** 0.085 ± 0.001** 80967** 0.077 ± 0.0004** 8.421 ± 0.269*
100 1.239 ± 0.033** 5.174 ± 0.168** 0.090 ± 0.001** 82693** 0.078 ± 0.0003** 9.771 ± 0.100*
200 1.599 ± 0.041** 7.755 ± 0.257** 0.097 ± 0.001** 86373** 0.151 ± 0.0007** 12.398 ± 0.233*

Fig. 2. A: Iron quantification (from phagocytosed USPIO) using a 2,20-Bipyridine colorimetric assay as a standard reference. Cell iron uptake appears non-linear, best described
by the 3rd order polynomial y = 2E-06x3 � 0.0009x2 + 0.1616x + 0.3092; R2 = 0.999. All points represent triplicate mean ± SEM. B: Prussian blue visualised in J774
macrophages exposed to 40 mg/ml ferumoxytol USPIO and Perl stain; �400 magnification light microscopy. (For interpretation of the references to colour in this figure legend,
the reader is referred to the web version of this article.)
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Both fresh and fixed cells exhibited USPIO relaxation that
increased non-linearly with the particle concentration (Fig. 4A
and B, respectively). The mono-exponential model used appeared
to be a good approximation of the behaviour observed and pro-
vided a characteristic concentration of 108 (sigma = 25) and 210
(sigma = 140) mg/ml for fresh and fixed cells respectively. The
amplitude of the relaxation contribution due to USPIO also
increases significantly with cell fixation, turning from 1.26
(sigma = 0.14) to 6.4 (sigma = 3.2).
3.2. Imaging flow cytometry detection of USPIO

Subjectively, more USPIO-containing cells were noted with
increasing USPIO exposure in BF images, with increasing capture
by the USPIO area mask (Fig. 5A). Mean USPIO area/cell area for
both non-fixed and fixed cells incremented with increasing USPIO
exposure, with sensitivity for detecting USPIO at exposures
�10 mg/ml for non-fixed and �5 mg/ml for fixed cells (Table 1).
There was strong positive correlation with colorimetric assay
(r = 0.983, p < 0.001 non-fixed; r = 0.874, p < 0.05 fixed). Although
the trends were similar, there was a small but significant difference
in the detectable fraction of USPIO-occupied cell area with fixation,
with an overall increase of this parameter at all concentrations
inclusive of control samples (mean difference 20.2% ± 10.3% [range
�13.4% to 55.6%]; p < 0.001 for all). Best fit was achieved using a
simple linear regression model (R2 = 0.763 non-fixed; 0.967 fixed;
Fig. 5B). In non-fixed cells SSC intensity reliably detected USPIO
relative to control cells at exposures �5 mg/ml (p < 0.001 for all
concentrations). This also correlated positively with colorimetric
assay (r = 0.967 p < 0.001) but best fit could be expressed with a
curvilinear model (R2 = 0.994; Fig. 5B).

4. Discussion

4.1. Key findings

The main finding of this proof-of-concept work shows that FFC-
NMR can detect and quantify USPIO contrast using T1 dispersion
information. FFC-NMR is capable of detecting cellular iron content
at approximately 1.12 ng/mg cell protein (at the lowest tested
exposure of 5 mg/ml USPIO) and resolves this from a control cell
lysate that had not been exposed to USPIOs. These large T1 differ-
ences seen in the low magnetic field domain may allow us to
exploit efficient T1-based contrast through the use of a gradient
echo pulse sequence with FFC-MRI, since FFC enables ‘‘tuning” of
the pulse sequence to specific features in the relaxivity curve, by
suitable choice of the evolution field.

4.2. The effects of chemical fixation

The 5-fold increase observed in the USPIO contribution to the
relaxation rate in fixed vs. fresh cells, may be attributed to the
enhanced access of water molecules to sites of USPIO relaxation,
since formaldehyde fixation is known to alter cell membranes,



Fig. 3. R1 dispersion curves of non-fixed (A) and fixed (B) J774 cell suspensions
exposed to 0–200 mg/ml USPIO. Each data point represents a mean of
triplicates ± SEM.

Fig. 4. Effect of increasing macrophage USPIO exposure concentration on the
average relaxivity of the USPIO compared to a reference NMRD profile in fresh (A)
and fixed (B) cells. The average ratio between the NMRD profile and the reference
profile shows that the relaxivity of internalised USPIO saturates with concentration,
which is expected, but this effect is almost twice as important in fresh cells.
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increasing their porosity and facilitating water exchange with the
extracellular medium. Formaldehyde fixation has therefore
increased the sensitivity of USPIO detection in our experiment.
The non-linearity of the USPIO contribution with its concentration
is likely due to aggregation of the nanoparticles in cells, which
tends to quench its effect. This effect seems less pronounced in
fixed cells, which improved the detection range of USPIO by FFC-
NMR. Strijker et al. [31] described a three-compartment model
for T1-relaxation time constant of systems with internalised para-
magnetic contrast agents, employing a voxel containing an extra-
cellular, cytoplasmic and vesicular compartment (with particular
focus on the subcellular compartment). Their calculations mirrored
those demonstrated experimentally. The multiexponential T1
relaxation and non-linear contrast agent dependence of R1 for con-
trast agent-loaded-cells was explained by relaxivity-‘quenching’,
observed when contrast agents are internalised due to limited
water exchange consequent to contrast agent entrapment in sub-
cellular compartments.

Fixation on the other hand causes major changes in tissue bio-
physical properties. It reduces ADCex (the apparent diffusion coef-
ficient of water in the extracellular space) and increases mean
intracellular residence time (Ƭ = 1/kie) [32]. Formaldehyde itself
forms hydrates in aqueous solution that cross link a portion of
the molecule into a polymeric matrix, slowing molecular motion
and reducing water ADC and proton T2. Interaction with aquaporin
channels has also been suggested, altering water mobility [32].

4.3. The effects of USPIO clustering

Clustering also affects USPIO relaxivity and is important to con-
sider when interpreting results. In early clinical experiments utilis-
ing SPIO assessing hepatic and splenic uptake on MRI, T1 and T2
increased linearly with increasing SPIO exposures in agar gel phan-
toms, with similar effects quantified on clinical imaging (fast SE for
T2, SPGR for T1, SPGR for T2*) [33]. The effect of clustering was more
important for T2* relaxation effect caused by SPIO than for
homogenous biodistribution. T1 was more pronounced in spleen
where clusters are smaller, and T2* signal dropout smaller due to
the same. Water molecules in the spleen can diffuse in the vicinity
of SPIO clusters more frequently than in the liver, due to the larger
number and smaller size of SPIO clusters.

Simon et al. [34] demonstrated that USPIO compartmentalisa-
tion by monocytes changes proton relaxivity, with higher T1 and
T2 values of free extracellular USPIO in Ficoll solution at both
1.5 T and 3 T. At 3 T however, differences in T1 relaxivities of USPIO
were smaller than 1.5 T, while differences in T2 were similar.
Increasing R1 with USPIO dose was attributed to increasing interac-
tion between iron oxide and water, while increased R2 due to
decrease in water coefficient.

The non-linear relationship observed between relaxation rate
and USPIO exposure however will have important implications
for being able to separate signals from USPIO remaining in the
extracellular space, from those internalised within phagocytic
macrophages [34], as the motion of water protons differs signifi-
cantly in the extracellular versus intracellular milieus [35,36]. Pre-
viously published data reports that USPIO in solution has higher T1
and T2 than cells with completely internalised USPIO [34,37].

4.4. Intracellular USPIO and flow cytometry

Whilst imaging flow cytometry detection by traditional side
scatter was comparable in sensitivity to FFC-NMR, the USPIO-
occupied area was only sensitive at exposures �10 mg/ml USPIO



Fig. 5. Imaging flow cytometric analysis of USPIO-exposed non-fixed and fixed cells. A: Macrophage imaging and localisation of intracellular USPIO aggregates (highlighted in
green). B: The relative USPIO-occupied cell area as calculated by custom-generated image masks, and SSC intensity reflecting cell granularity (expressed as mean ± SEM), both
increasing with higher USPIO exposure, based on intracellular iron amounts quantified colorimetrically (mg iron/ mg protein). Regression lines shown for all three. (For
interpretation of the references to colour in this figure legend, the reader is referred to the web version of this article.)
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in non-fixed cells. Although imaging flow cytometry is not a con-
ventional technique for iron quantification, it does uniquely pro-
vide quantifiable data on cell complexity [38,39] (reflected in the
increasing SSC with higher USPIO exposures) as well as imaging
data demonstrating an increase in quantifiable dark locules. It also
reassuringly demonstrated the internalisation of the USPIOs by
macrophages in vitro. While this provided an excellent verification
of the increase in cellular uptake of USPIOs in intact cells, the level
of sensitivity is inferior to the FFC-NMR method and imaging
cytometry cannot be translated into in vivo methods to detect
inflammation.

4.5. Justification for the use of T1 and low magnetic fields

Early work assessing post-mortem samples of pathologically
iron-overloaded (majority with beta thalassemia major) human
myocardium ex-vivo with MR relaxometry, studied tissue contain-
ing much higher concentrations of iron [40]. Here myocardial iron
concentration ranged between 0.18 and 53.4 mg/g dry weight and
expressed a curvilinear relationship with T2*. Gradient echo T2*
multiecho techniques can indeed rapidly assess for iron overload
in vivo in transfusion-dependent beta thalassemia patients [41].
These techniques however are useful for identifying and monitor-
ing frank iron overload syndromes [42]. Normal myocardial iron
concentration have been reported to be 0.34 mg/g dry weight
(range 0.29 – 0.47 mg/g). This raises an important consideration
for the required sensitivity of NMR relaxometric or imaging meth-
ods in discerning differences between normal and USPIO-loaded
inflamed tissue, as well as the localising ability of these techniques
which is relevant to focal pathologies like coronary artery disease.

The limitations of analysing pixel maps of T1 and T2 are well rec-
ognized [43–45]. T2* relaxometry for quantitative analysis is gener-
ally limited by large scale field inhomogeneity with potential
signal loss and R2* over-estimation. Very short T2* values may be
error prone and shorter inter-echo times can also over-estimate
R2*. T2* negative-signal imaging is associated with artefacts at
the blood-pool to myocardium interface which need careful exclu-
sion when selecting myocardial regions of interest. Blooming arte-
facts also commonly arise from nearby organs with high iron
uptake, or from blood pool iron [46]. The reversible relaxation rate
T2* is usually measured to detect compartmentalized SPIOs sensi-
tively [47]. T2* relaxation rate is however also influenced bymacro-
scopic susceptibilities that arise from air-tissue interfaces (e.g.
lung-liver interface). These susceptibilities enhance signal decay,
increasing linearly with the field strength leading to overestimated
relaxation rates or the obscuring of small concentrations of SPIO-
labelled [48]. The very short T1 of USPIO-associated tissue has been
a significant deterrent in its clinical use for USPIO quantification at
conventional fixed fields. A number of positive contrast techniques
relying on pulse sequence modifications have been described how-
ever [49].

T2 has limitations in detecting low iron concentrations where T2
or T2* durations are too short to be imaged. Newer techniques such
as sweep imaging with Fourier transformation (SWIFT) [50] may
overcome this limitation as demonstrated at 9.4 T in the detection
of SPIO-labelled embryonic stem cells injected into murine hearts.
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Broadband frequency-swept excitation and extremely short acqui-
sition delay are unique features of SWIFT which make it particu-
larly well suited for imaging frequency-shifted resonances and
for minimizing signal loss from T2*-induced dephasing.

Whereas high field aims to improve image resolution and
increase SNR, on the other hand cost, magnet size, tissue heating
and safety are major concerns. Versluis et al. [51] report generally
good tolerance at 7 T human scans with 3% of volunteers reporting
discomfort, most commonly dizziness while moving into/out of the
magnet, high noise levels and perception of a metallic taste. In
addition, higher magnetic fields invite more artefact particularly
frommetallic prostheses. There is increased chemical shift artefact,
higher specific absorption rate (SAR), B1 inhomogeneity and spatial
variation of flip angles [52].

Stroh et al. [53] highlighted some of these limitations when
monitoring the biodistribution of very small iron oxide
nanoparticle-laden (VSOP, 9 nm diameter, smaller than USPIO)
grafted stem cells in vivo (stereotactically injected into rat stria-
tum). T2* signal was detected from approximately 1000 grafted
VSOP-loaded cells in transplantation sites but this was performed
at 17.6 T – not currently possible in humans. The proposed advan-
tage of the high field is the higher equilibrium magnetisation giv-
ing higher intrinsic SNR, with changes in magnetic susceptibility of
iron particles leading to more pronounced signal reduction in the
grafted cells than at lower field strengths. The caveat was the high
sensitivity to artefact particularly when remedied with steady-
state free precession (SSFP) techniques in inhomogenous media
or if the object was moving. A low magnetic field was proposed
to be adequate however for the detection of the bulk motion of
several thousand cells.

Low fixed magnetic field clinical imaging is gaining consider-
able interest at present [54] due to potential cost-effectiveness.
The reduced SAR and susceptibility effects resulting from the use
of a lower magnetic field has clear application for imaging in the
vicinity of metallic implants. This can translate into higher patient
safety and clinical utility – notably reducing the hazard from the
‘missile effect’ and RF heating. The reduced heating/SAR would
allow higher flip angles to maximise CNR. Low field MRI is also
much less sensitive to chemical shift artefacts [26]. The above
strengths are currently paving the way for the development of car-
diac MR-guided interventional devices [55].

4.6. Justification for the use of FFC-MR

FFC-MR advantageously increases the available frequency
(field) range permitting faster scanning, as the detection field is
constant, and without the RF apparatus requiring adjustment for
a varying relaxation field. Systematic errors in T1 caused by non-
homogenous T1 RF fields are reduced as the perturbation of the
sample occurs by a rapid jump of the external field B0 and not by
an RF pulse.

T1 measurements on conventional, fixed-field NMR or MRI
devices can only report on a single characteristic time of molecular
motion. FFC however allows access to several decades of motional
dynamics [56], typically from tens of nanoseconds to several mil-
liseconds. Measurements of T1 dispersion with the magnetic field
strength, allow quantitative insight into the nature of molecular
motion and are exploited to determine structural [57–59]. These
time scales correspond to structures ranging in size from tens of
nanometres up to several micrometres, highly relevant to the
study of biological tissues. For example, the quadripolar dip
observed in FFC-MR T1-dispersion curves is a consequence of
cross-relaxation from dipole to quadripole nuclei, and is inaccessi-
ble by conventional MRI [60–62]. This can translates to the study of
large molecules and protein structures e.g. in thrombus and carti-
lage [25,63].
We have recently reported on the first human size FFC-MR
prototype in the world which will be well suited for such clinical
applications. This breakthrough in MRI technology can access
magnetic fields from 50 lT to 0.2 T, thereby exploring almost four
decades of molecular-dynamics time scales, from 0.5 ms to
100 ns.

Experiments on phantoms using our FFC-MR prototype suc-
cessfully allowed differentiation between cross-linked bovine
serum albumin (BSA) and manganese chloride solutions simply
by clustering over T1 dispersion information [24] shapes of the dis-
persion curves provided by the two compounds. Determining sam-
ple concentration was also possible using the average T1 value.
The relationship between the linearity of the dispersion amplitude
and the concentration of relaxing agents demonstrated that FFC-
MRI can differentiate materials easily as well as provide quantita-
tive information about their composition. Accurate characterisa-
tion of the dispersion of biological tissues could lead to
quantitative mapping of tissue-specific T1. Furthermore dispersion
curves may function as ‘biomarkers’ for certain pathologies and
resolve differences in tissue not detected by conventional MRI.
Previous work by our group and others [25,26,60,61,63–71] inves-
tigating tissue biopsies, showed potential biomarkers in a variety
of pathologies that can now be investigated in vivo, using endoge-
nous contrast FFC-MRI technology therefore has major potential to
complement conventional MRI scanners in clinical diagnostics.
Clinical imaging using FFC-MR has already been demonstrated in
a study of acute stroke [72]. The current work explores a further
FFC-MR avenue: the role of exogenous USPIO-based contrast, as
proof-of-principle and stepping stone for the MR/MRI study of
inflammation in vivo.
4.7. Study limitations

The FFC-NMR scanners could only analyse one sample at a
time and therefore the staggering of fresh cell suspensions could
have affected cell viability and possibly influenced T1 relaxation
time. To mitigate this, the samples were refrigerated at 4 �C
before their scan to minimise any such possibility pending scan-
ning. Cell viability was only confirmed with light microscopy. It is
possible that a degree of cell lysis with the passage of time could
have resulted in extracellular, free USPIO, which may have
affected FFC-NMR T1 dispersion data. The imaging capability of
our cytometric technique, however, provided an additional check
of the integrity of cell membranes in both non-fixed and fixed
samples.

The FFC-MRI scanner can exhibit relatively large field instabili-
ties during operation, com-pared to fixed-field MRI. Nevertheless,
post-acquisition corrections can be used to obtain clinically
robust images from T1 dispersion data [73]. Our future work
endeavours to develop FFC-MR in vivo assessment and imaging
utilising USPIO.
5. Conclusion

In this work we used a cell-based model for the in vitro detec-
tion of intra-cellular USPIO by FFC-NMR as a proof of principle
for future translation towards imaging using FFC-MRI. We demon-
strated for the first time that FFC-NMR is capable of quantitative
assessment of intra-cellular USPIO, with levels of detection directly
relevant to biological applications. The use of FFC-MRmay comple-
ment clinical diagnostics by accessing relaxometry features not
readily available at higher field strengths or in fixed fields. Further
work is required to develop this technology for the in vivo assess-
ment of inflammation and/or unlock its imaging potential with
USPIO.



H. Abbas et al. / Journal of Magnetic Resonance 313 (2020) 106722 9
Funding

DKD received funding from British Heart Foundation Project
Grant PG/15/108/31928. DJL received funding from the European
Commission – ‘Improving Diagnosis by Fast Field-Cycling MRI’
grant number 668119.
Ethical approval

This article does not contain any studies with human partici-
pants or animals performed by any of the authors.
Author contributions

HA – Conceptualisation. Lead role in overall experiment design.
Lead role conducting FFC-MR and colorimetric experiments. Con-
tributory role conducting Flow Cytometry experiments. Lead role
in manuscript authorship.

LB – Lead role in developing FFC-MR technology. Equal role in
conducting FFC-MR experiments. Contributor to manuscript
authorship and editing.

AE – Contributing role to Flow Cytometry experiment design.
Lead role in conducting Flow Cytometry experiments. Contributor
to manuscript authorship.

DL – Contributing role to Flow Cytometry experiment design.
Lead role in conducting Imaging Flow Cytometry experiments.

RY - Lead role to Flow Cytometry experiment design. Contribut-
ing role in conducting Imaging Flow Cytometry experiments. Con-
tributor to manuscript authorship. Supervisory role in all Flow
Cytometry work.

PJR – Lead role in developing FFC-MR technology. Contributing
role to conducting FFC-MR experiments.

LC – Contributing role to calibrating colorimetric experiments.
HMW - Contributing role to colorimetric and Flow Cytometry

experiment design. Supervisory role in all tissue culture work. Con-
tributor to manuscript authorship.

DJL - Lead role in developing FFC-MR technology. Contributor to
manuscript authorship.

DKD – Generated the concept of increased accuracy of detection
of iron at low field. Contributory role in overall experiment design.
Contributory role in manuscript authorship. Supervisory role for
project.
Declaration of Competing Interest

DJL, DKD, HMW, RY, LC, PJR, LB, AE, DL and HA have no conflicts
of interest to declare.
Acknowledgements

DKD would like to declare funding from British Heart Founda-
tion Project Grant PG/15/108/31928 with no financial conflict of
interest. DJL would like to declare funding from the European Com-
mission – ‘Improving Diagnosis by Fast Field-Cycling MRI’ grant
number 668119 with no financial conflict of interest. The authors
have no additional financial interests.
References

[1] D.J. Cao, Macrophages in cardiovascular homeostasis and disease, Circulation
138 (22) (2018) 2452–2455.

[2] T. Satomi, M. Ogawa, I. Mori, S. Ishino, K. Kubo, Y. Magata, et al., Comparison of
contrast agents for atherosclerosis imaging using cultured macrophages: FDG
versus ultrasmall superparamagnetic iron oxide, J. Nucl. Med. 54 (6) (2013)
999–1004.
[3] Y. Wang, C. Xu, Y. Chang, L. Zhao, K. Zhang, Y. Zhao, et al., Ultrasmall
Superparamagnetic Iron Oxide Nanoparticle for T2-Weighted Magnetic
Resonance Imaging, ACS Appl. Mater. Interfaces 9 (34) (2017) 28959–28966.

[4] A. Bjornerud, L. Johansson, The utility of superparamagnetic contrast agents in
MRI: theoretical consideration and applications in the cardiovascular system,
NMR Biomed. 17 (7) (2004) 465–477.

[5] W.J. Rogers, P. Basu, Factors regulating macrophage endocytosis of
nanoparticles: implications for targeted magnetic resonance plaque imaging,
Atherosclerosis 178 (1) (2005) 67–73.

[6] A. Yilmaz, M.A. Dengler, H. van der Kuip, H. Yildiz, S. Rosch, S. Klumpp, et al.,
Imaging of myocardial infarction using ultrasmall superparamagnetic iron
oxide nanoparticles: a human study using a multi-parametric cardiovascular
magnetic resonance imaging approach, Eur. Heart J. 34 (6) (2013)
462–475.

[7] Y.J. Wang, S.M. Hussain, Krestin GP. Superparamagnetic iron oxide contrast
agents: physicochemical characteristics and applications in MR imaging, Eur.
Radiol. 11 (11) (2001) 2319–2331.

[8] K.E. Kellar, D.K. Fujii, W.H. Gunther, K. Briley-Saebo, A. Bjornerud, M. Spiller,
et al., NC100150 Injection, a preparation of optimized iron oxide nanoparticles
for positive-contrast MR angiography, J. Magn. Reson. Imaging 11 (5) (2000)
488–494.

[9] C. Scally, H. Abbas, T. Ahearn, J. Srinivasan, A. Mezincescu, A. Rudd, et al.,
Myocardial and Systemic Inflammation in Acute Stress-Induced (Takotsubo)
Cardiomyopathy, Circulation 139 (13) (2019) 1581–1592.

[10] S.R. Alam, A.S.V. Shah, J. Richards, N.N. Lang, G. Barnes, N. Joshi, et al.,
Ultrasmall superparamagnetic particles of iron oxide in patients with acute
myocardial infarction: early clinical experience, Circ. Cardiovasc. Imaging 5 (5)
(2012) 559–565.

[11] J.M. Richards, S.I. Semple, T.J. MacGillivray, G. Calum, J.P. Langrish, W. Michelle,
et al., Abdominal Aortic Aneurysm Growth Predicted by Uptake of Ultrasmall
Superparamagnetic Particles of Iron Oxide. Circulation, Cardiovasc. Imaging 4
(3) (2011) 274–281, 2019/10.

[12] R.A. Trivedi, C. Mallawarachi, J. U-King-Im, M.J. Graves, J. Horsley, M.J.
Goddard, et al., Identifying Inflamed Carotid Plaques Using In Vivo USPIO-
Enhanced MR Imaging to Label Plaque Macrophages, Arterioscler Thromb.
Vasc. Bio. 26 (7) (2006) 1601–1606, Lippincott Williams & Wilkins.

[13] M.E. Kooi, V.C. Cappendijk, K.B.J.M. Cleutjens, A.G.H. Kessels, P.J.E.H.M. Kitslaar,
M. Borgers, et al., Accumulation of Ultrasmall Superparamagnetic Particles of
Iron Oxide in Human Atherosclerotic Plaques Can Be Detected by In Vivo
Magnetic Resonance Imaging, Circulation 107 (19) (2003) 2453–2458, 2019/
10.

[14] T.W. Redpath, Signal-to-noise ratio in MRI, Br. J. Radiol. 71 (847) (1998) 704–
707.

[15] P.A. Rinck, H.W. Fischer, L. Vander Elst, Y. Van Haverbeke, R.N. Muller, Field-
cycling relaxometry: medical applications, Radiology 168 (3) (1988) 843–849,
2020/02.

[16] J.W. Carlson, D.M. Goldhaber, A. Brito, L. Kaufman, MR relaxometry imaging.
Work in progress, Radiology 184 (3) (1992) 635–639.

[17] I.R. Young, G.J. Clarke, D.R. Bailes, J.M. Pennock, F.H. Doyle, G.M. Bydder,
Enhancement of relaxation rate with paramagnetic contrast agents in NMR
imaging, J. Comput. Tomogr. 5 (6) (1981) 543–547.

[18] N. Bloembergen, Proton Relaxation Times in Paramagnetic Solutions, J. Chem.
Phys. 27 (2) (1957) 572–573, 2019/10.

[19] R.B. Lauffer, Paramagnetic metal complexes as water proton relaxation agents
for NMR imaging: theory and design, Chem. Rev. 87 (5) (1987) 901–927.

[20] A. Hannecart, D. Stanicki, L. Vander Elst, R.N. Muller, S. Lecommandoux, J.
Thevenot, et al., Nano-thermometers with thermo-sensitive polymer grafted
USPIOs behaving as positive contrast agents in low-field MRI, Nanoscale 7 (8)
(2015) 3754–3767.

[21] X. Yin, S.E. Russek, G. Zabow, F. Sun, J. Mohapatra, K.E. Keenan, et al., Large T1
contrast enhancement using superparamagnetic nanoparticles in ultra-low
field MRI, Sci. Rep. 8 (1) (2018) 11863.

[22] S.H. Koenig, K.E. Kellar, Theory of 1/T1 and 1/T2 NMRD profiles of solutions of
magnetic nanoparticles, Magn. Reson. Med. 34 (2) (1995) 227–233, 2019/10.

[23] Y. Gossuin, T. Orlando, M. Basini, D. Henrard, A. Lascialfari, C. Mattea, et al.,
NMR relaxation induced by iron oxide particles: testing theoretical models,
Nanotechnology. 27 (15) (2016) 155706.

[24] L.M. Broche, P.J. Ross, G.R. Davies, M. MacLeod, D.J. Lurie, A whole-body Fast
Field-Cycling scanner for clinical molecular imaging studies, Sci. Rep. 9 (1)
(2019) 10402.

[25] L.M. Broche, G.P. Ashcroft, D.J. Lurie, Detection of osteoarthritis in knee and hip
joints by fast field-cycling NMR, Magn. Reson. Med. 68 (2) (2012) 358–362.

[26] S.H. Koenig, R.D. Brown, Field-cycling relaxometry of protein solutions and
tissue: Implications for MRI, Prog. Nucl. Magn. Reson. Spectrosc. 22 (6) (1990)
487–567.

[27] Y.T. Araya, F. Martínez-Santiesteban, W.B. Handler, C.T. Harris, B.A. Chronik, T.
J. Scholl, Nuclear magnetic relaxation dispersion of murine tissue for
development of T1 (R1) dispersion contrast imaging, NMR Biomed. 30 (12)
(2017) e3789, 2019/06.

[28] H. Akaike, A new look at the statistical model identification, IEEE Trans. Autom.
Control 19 (6) (1974) 716–723.

[29] O.H. Lowry, N.J. Rosenbrough, A.L. Farr, R.J. Randall, Protein measurement with
the folin, J. Biol. Chem. 193 (1) (1951) 265–275.

[30] D.K. Deda, R.M. Cardoso, M.K. Uchiyama, C. Pavani, S.H. Toma, M.S. Baptista,
et al., A reliable protocol for colorimetric determination of iron oxide
nanoparticle uptake by cells, Anal. Bioanal. Chem. 409 (28) (2017) 6663–6675.

http://refhub.elsevier.com/S1090-7807(20)30040-9/h0005
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0005
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0010
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0010
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0010
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0010
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0015
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0015
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0015
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0020
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0020
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0020
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0025
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0025
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0025
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0030
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0030
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0030
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0030
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0030
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0035
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0035
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0035
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0040
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0040
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0040
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0040
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0045
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0045
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0045
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0050
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0050
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0050
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0050
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0055
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0055
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0055
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0055
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0060
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0060
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0060
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0060
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0065
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0065
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0065
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0065
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0065
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0070
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0070
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0075
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0075
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0075
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0080
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0080
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0085
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0085
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0085
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0090
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0090
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0095
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0095
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0100
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0100
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0100
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0100
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0105
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0105
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0105
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0110
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0110
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0115
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0115
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0115
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0120
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0120
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0120
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0125
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0125
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0130
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0130
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0130
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0135
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0135
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0135
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0135
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0140
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0140
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0145
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0145
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0150
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0150
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0150


10 H. Abbas et al. / Journal of Magnetic Resonance 313 (2020) 106722
[31] G.J. Strijkers, S. Hak, M.B. Kok, C.S. Springer Jr., K. Nicolay, Three-compartment
T1 relaxation model for intracellular paramagnetic contrast agents, Magn.
Reson. Med. 61 (5) (2009) 1049–1058, 2019/02.

[32] P.E. Thelwall, T.M. Shepherd, G.J. Stanisz, S.J. Blackband, Effects of temperature
and aldehyde fixation on tissue water diffusion properties, studied in an
erythrocyte ghost tissue model, Magn. Reson. Med. 56 (2) (2006) 282–289,
2019/02.

[33] A. Tanimoto, K. Oshio, M. Suematsu, D. Pouliquen, D.D. Stark, Relaxation effects
of clustered particles, J. Magn. Reson. Imaging 14 (1) (2001) 72–77, 2019/02.

[34] G.H. Simon, J. Bauer, O. Saborovski, Y. Fu, C. Corot, M.F. Wendland, et al., T1 and
T2 relaxivity of intracellular and extracellular USPIO at 1.5T and 3T clinical MR
scanning, Eur. Radiol. 16 (3) (2006) 738–745.

[35] T.E. Yankeelov, W.D. Rooney, X. Li, C.S. Springer Jr., Variation of the
relaxographic ‘‘shutter-speed” for transcytolemmal water exchange affects
the CR bolus-tracking curve shape, Magn. Reson. Med. 50 (6) (2003) 1151–
1169, 2019/02.

[36] X. Li, W.D. Rooney, C.S. Springer Jr., A unified magnetic resonance imaging
pharmacokinetic theory: Intravascular and extracellular contrast reagents,
Magn. Reson. Med. 54 (6) (2005) 1351–1359, 2019/02.

[37] O.M. Girard, R. Ramirez, S. McCarty, R.F. Mattrey, Toward absolute
quantification of iron oxide nanoparticles as well as cell internalized fraction
using multiparametric MRI, Contrast Media Mol. Imaging. 7 (4) (2012) 411–
417.

[38] R.P. Friedrich, C. Janko, M. Poettler, P. Tripal, J. Zaloga, I. Cicha, et al., Flow
cytometry for intracellular SPION quantification: specificity and sensitivity in
comparison with spectroscopic methods, Int. J. Nanomed. 10 (2015) 4185–
4201.

[39] J. Xia, S. Zhang, Y. Zhang, M. Ma, K. Xu, M. Tang, et al., The relationship between
internalization of magnetic nanoparticles and changes of cellular optical
scatter signal, J. Nanosci. Nanotechnol. 8 (12) (2008) 6310–6315.

[40] J.P. Carpenter, T. He, P. Kirk, M. Roughton, L.J. Anderson, S.V. de Noronha, et al.,
On T2* magnetic resonance and cardiac iron, Circulation 123 (14) (2011)
1519–1528.

[41] M. Westwood, L.J. Anderson, D.N. Firmin, P.D. Gatehouse, C.C. Charrier, B.
Wonke, et al., A single breath-hold multiecho T2* cardiovascular magnetic
resonance technique for diagnosis of myocardial iron overload, J. Magn. Reson.
Imaging 18 (1) (2003) 33–39.

[42] L.J. Anderson, S. Holden, B. Davis, E. Prescott, C.C. Charrier, N.H. Bunce, et al.,
Cardiovascular T2-star (T2*) magnetic resonance for the early diagnosis of
myocardial iron overload, Eur. Heart J. 22 (23) (2001) 2171–2179.

[43] H. Abdel-Aty, O. Simonetti, M.G. Friedrich, T2-weighted cardiovascular
magnetic resonance imaging, J. Magn. Reson. Imaging 26 (3) (2007) 452–
459, 2019/02.

[44] P. Kellman, M.S. Hansen, T1-mapping in the heart: accuracy and precision, J.
Cardiovasc. Magn. Reson. 16 (1) (2014) 2.

[45] C.M. Sandino, P. Kellman, A.E. Arai, M.S. Hansen, H. Xue, Myocardial T2*
mapping: influence of noise on accuracy and precision, J. Cardiovasc. Magn.
Reson. 17 (1) (2015) 7.

[46] C.G. Stirrat, S.R. Alam, T.J. MacGillivray, C.D. Gray, R. Forsythe, M.R. Dweck,
et al., Ferumoxytol-enhanced magnetic resonance imaging methodology and
normal values at 1.5 and 3T, J. Cardiovasc. Magn. Reson. 18 (1) (2016) 46.

[47] C.V. Bowen, X. Zhang, G. Saab, P.J. Gareau, B.K. Rutt, Application of the static
dephasing regime theory to superparamagnetic iron-oxide loaded cells, Magn.
Reson. Med. 48 (1) (2002) 52–61.

[48] H. Dahnke, T. Schaeffter, Limits of detection of SPIO at 3.0 T using T2*
relaxometry, Magn. Reson Med. 53 (5) (2005) 1202–1206, 2020/02.

[49] G. Korosoglou, S. Shah, E. Vonken, W.D. Gilson, M. SchÃ¤r, L. Tang, et al., Off-
resonance angiography: a new method to depict vesselsâ€”phantom and
rabbit, Stud. Radiol. 249 (2) (2008) 501–509, 2019/02.

[50] R. Zhou, D. Idiyatullin, S. Moeller, C. Corum, H. Zhang, H. Qiao, et al., SWIFT
detection of SPIO-labeled stem cells grafted in the myocardium, Magn. Reson.
Med. 63 (5) (2010) 1154–1161, 2019/03.
[51] M.J. Versluis, W.M. Teeuwisse, H.E. Kan, M.A. van Buchem, A.G. Webb, van
Osch MJ. Subject tolerance of 7 T MRI examinations, J. Magn. Reson. Imaging
38 (3) (2013) 722–725, 2019/03.

[52] P. Rajiah, M.A. Bolen, Cardiovascular MR Imaging at 3 T: Opportunities,
Challenges, and Solutions, Radiographics 34 (6) (2014) 1612–1635, 2019/10.

[53] A. Stroh, C. Faber, T. Neuberger, P. Lorenz, K. Sieland, P.M. Jakob, et al., In vivo
detection limits of magnetically labeled embryonic stem cells in the rat brain
using high-field (17.6 T) magnetic resonance imaging, NeuroImage. 24 (3)
(2005) 635–645.

[54] O.P. Simonetti, A. Rizwan, Low-Field Cardiac Magnetic Resonance Imaging,
Circulation: Cardiovasc. Imaging 10 (6) (2017) e005446, 2019/03.

[55] A. Campbell-Washburn, R. Ramasawmy, M.C. Restivo, I. Bhattacharya, B. Basar,
D.A. Herzka, et al., Opportunities in Interventional and Diagnostic Imaging by
Using High-Performance Low-Field-Strength MRI, Radiology 293 (2) (2019)
384–393, 2019/10.

[56] D. Kruk, A. Herrmann, E.A. Rössler, Field-cycling NMR relaxometry of viscous
liquids and polymers, Prog. Nucl. Magn. Reson. Spectrosc. 2012 (63) (2012)
33–64.

[57] R. Kimmich, E. Anoardo, Field-cycling NMR relaxometry, Prog. Nucl. Magn.
Reson. Spectrosc. 44 (2004) 257–320.

[58] O.V. Petrov, S. Stapf, Multicomponent analysis of T1 relaxation in bovine
articular cartilage at low magnetic fields, Magn. Reson. Med. 81 (5) (2019)
2858–2868, 2020/02.

[59] J. Korb, Multi-scales nuclear spin relaxation of liquids in porous media,
Comptes Rendus Physique 11 (2) (2010) 192–203.

[60] R. Kimmich, Field cycling in NMR relaxation spectroscopy: Applications in
biological, Chem. Polym. Phys. (1980).

[61] P.H. Fries, E. Belorizky, Simple expressions of the nuclear relaxation rate
enhancement due to quadrupole nuclei in slowly tumbling molecules, J. Chem.
Phys. 143 (4) (2015) 044202, 2020/02.

[62] G. Voigt, R. Kimmich, Quadrupolar dip in proton relaxation dispersion of poly
(vinyl chloride), J. Magn. Reson. 24 (1976) 149–154.

[63] L.M. Broche, S.R. Ismail, N.A. Booth, D.J. Lurie, Measurement of fibrin
concentration by fast field-cycling NMR, Magn. Reson. Med. 67 (5) (2012)
1453–1457.

[64] L. Grösch, F. Noack, NMR relaxation investigation of water mobility in aqueous
bovine serum albumin solutions, Biochimica et Biophysica Acta (BBA) - Protein
Structure 453 (1) (1976) 218–232.

[65] P.A. Rinck, H.W. Fischer, L. Vander Elst, Y. Van Haverbeke, R.N. Muller, Field-
cycling relaxometry: medical applications, Radiology 168 (3) (1988) 843–849.

[66] F. Noack, NMR field-cycling spectroscopy: principles and a]lications, Prog.
Nucl. Magn. Reson. Spectrosc. 18 (3) (1986) 171–276.

[67] E. Rössler, C. Mattea, S. Stapf, NMR dispersion investigations of enzymatically
degraded bovine articular cartilage, Magn. Reson. Med. 73 (5) (2015) 2005–
2014, 2020/02.

[68] S.H. Koenig, R.D. Brown III, A molecular theory of relaxation and magnetization
transfer: Application to cross-linked BSA, a model for tissue, Magn. Reson.
Med. 30 (6) (1993) 685–695, 2020/02.

[69] F. Winter, R. Kimmich, Spin lattice relaxation of dipole nuclei (I = 1/2) coupled
to quadrupole nuclei (S = 1), Mol. Phys. 45 (1) (1982) 33–49.

[70] J. Korb, R.G. Bryant, Magnetic field dependence of proton spin-lattice
relaxation of confined proteins, Comptes Rendus Physique 5 (3) (2004) 349–
357.

[71] R. Kimmich, F. Winter, W. Nusser, K-. Spohn, Interactions and fluctuations
deduced from proton field-cycling relaxation spectroscopy of polypeptides,
DNA, muscles, and algae, J. Magnetic Reson. (1969) 68 (2) (1986) 263–282.

[72] M.J. Macleod, L. Broche, J. Ross, G. Guzman-Guttierez, D. Lurie, A novel imaging
modality (Fast Field-Cycling MRI) identifies ischaemic stroke at ultra-low
magnetic field strength, Int. J. Stroke 13 (3) (2018) 62–63.

[73] L.M. Broche, P.J. Ross, G.R. Davies, D.J. Lurie, Simple algorithm for the
correction of MRI image artefacts due to random phase fluctuations, Magn.
Reson. Imaging 2017 (44) (2017) 55–59.

http://refhub.elsevier.com/S1090-7807(20)30040-9/h0155
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0155
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0155
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0160
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0160
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0160
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0160
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0165
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0165
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0170
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0170
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0170
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0175
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0175
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0175
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0175
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0175
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0180
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0180
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0180
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0185
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0185
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0185
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0185
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0190
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0190
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0190
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0190
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0195
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0195
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0195
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0200
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0200
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0200
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0205
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0205
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0205
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0205
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0210
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0210
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0210
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0215
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0215
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0215
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0220
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0220
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0225
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0225
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0225
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0230
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0230
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0230
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0235
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0235
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0235
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0240
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0240
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0245
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0245
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0245
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0245
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0250
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0250
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0250
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0255
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0255
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0255
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0260
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0260
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0265
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0265
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0265
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0265
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0270
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0270
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0275
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0275
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0275
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0275
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0280
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0280
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0280
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0285
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0285
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0290
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0290
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0290
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0295
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0295
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0300
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0300
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0305
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0305
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0305
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0310
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0310
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0315
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0315
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0315
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0320
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0320
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0320
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0325
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0325
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0330
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0330
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0335
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0335
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0335
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0340
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0340
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0340
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0345
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0345
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0350
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0350
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0350
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0355
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0355
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0355
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0360
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0360
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0360
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0365
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0365
http://refhub.elsevier.com/S1090-7807(20)30040-9/h0365

	Fast field-cycling magnetic resonance detection of intracellular�ultra-small iron oxide particles in&blank;vitro: Proof-of-concept
	1 Introduction
	2 Methods
	2.1 Cell preparation
	2.2 Fast field-cycling nuclear magnetic resonance experiments
	2.3 Imaging flow cytometry
	2.4 Colorimetric iron assay
	2.5 Statistical analysis

	3 Results
	3.1 Fast field-cycling nuclear magnetic resonance detection of USPIO
	3.2 Imaging flow cytometry detection of USPIO

	4 Discussion
	4.1 Key findings
	4.2 The effects of chemical fixation
	4.3 The effects of USPIO clustering
	4.4 Intracellular USPIO and flow cytometry
	4.5 Justification for the use of T1 and low magnetic fields
	4.6 Justification for the use of FFC-MR
	4.7 Study limitations

	5 Conclusion
	Funding
	Ethical approval
	Author contributions
	Declaration of Competing Interest
	Acknowledgements
	References


